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 All flu vaccine preparations must be 
continuously refrigerated 

 NEVER  FREEZE  INFLUENZA  VACCINE

 Temperature should be 35 – 46⁰F (2-8 ⁰C)

 Certified, calibrated thermometer is needed 
Temperature monitoring requires a scientific 
instrument to guarantee accuracy.



 Temperature must be checked and recorded 
in the morning and in the afternoon.

 Different styles of calibrated thermometers 
can be used.  

 Some types of thermometers must be 
calibrated every 2 years













 Commercial grade or kitchen style unit may 
be used

 If a kitchen style unit is used, there must be 2 
controls – one for the refrigerator and one for 
the freezer if both compartments are used for 
vaccine storage

 Must be large enough to accommodate the 
vaccine

 Not older than 10 years











The right staff education  - involve everyone in 
the office

The right storage equipment 

The right storage temperature

The right plan to handle storage problems


